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Abstract
Objective To introduce a novel positive contrast method for
passive localization and visualization of paramagnetic sus-
ceptibility markers.
Materials and methods The novel approach is based on an
echo-dephased steady-state free precession (SSFP) sequence.
Gradients dephase any signal by ±π at the centered echo-
time (TE = TR/2) and induce a total dephasing of ±2π per
pixel within TR. This ensures that background tissues do not
contribute to signal formation and thus appear dark. How-
ever, within the close vicinity of the paramagnetic marker,
local gradient fields compensate for the intrinsic dephasing
to form an echo. Conceptual issues of gradient compensation
and its visualization characteristics are analyzed. The feasi-
bility of the proposed technique for MR-guided intravascular
interventions is demonstrated using flow phantom.
Results Echo-dephased SSFP is able to localize and visual-
ize paramagnetic marker with excellent suppression of the
background signals. The flow phantom experiments con-
cluded that reliable tracking of the interventional guidewire
is feasible using echo-dephased SSFP.
Conclusion With newly introduced echo-dephased SSFP
approach, accurate and reliable visualization of paramagnetic
interventional device is feasible.
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Interventional MRI · SSFP · Susceptibility
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Introduction
Magnetic field inhomogeneities, for example as generated
by susceptibility differences, have a strong impact on signal
properties of gradient-echo sequences [1]. It is well known
that strong field inhomogeneities appear as black voids (sig-
nal loss) in a typical GRE image entailing a negative contrast
with respect to background signal. On the other hand, posi-
tive contrast from local susceptibility changes was first pro-
posed by Frahm et al. [2] using local gradient compensation.
Positive contrast, also known as white marker imaging has
found application in interventional MRI for passive depiction
and tracking of the interventional devices [3] or to visualize
magnetically labeled cells [4]. Generally a gradient in slice
direction is used to dephase background signals, whereas
marker-related local gradients compensate for the dephasing
to produce locally a positive contrast. One of the major pre-
requisites for successful passive tracking is the feasibility of
image acquisitions with extended slab thickness (40–50 mm)
to guarantee that the marker material always lies within the
plane being imaged. However, application of dephasing gra-
dients using extended slice thickness may also enhance other
unwanted background signals, e.g. from air/tissue interfaces
and thereby hampering proper marker localization and visu-
alization. Sequence developments that further reduce back-
ground sensitivity are thus desirable and only recently a
promising concept for the generation of positive contrast
from local susceptibilities was proposed which is based on
morphing of steady-state free precession (SSFP) [5].
In this work, we further develop the idea of gradient com-
pensation in SSFP to locally induce high signal intensities.
In the close vicinity of paramagnetic materials, strong local
gradient fields may compensate for any sequence-related
gradients to locally induce signal transitions from an
echo-dephased to an echo-rephased type of SSFP [mainly
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balanced SSFP (bSSFP)] sequence. Generically resembling
an unbalanced SSFP, in echo-dephased SSFP echoes are
preferably dephased by ±π prior to readout. This not only
ensures excellent cancellation of any background signals but
also generic dephasing from unbalanced SSFP greatly
reduces unwanted background signal enhancements. It will
be demonstrated that due to the higher in-plane resolution as
compared to slice resolution, local gradient compensation in
echo-dephased SSFP is likely to take place only within the
close vicinity of the paramagnetic marker material. Concep-
tual issues of gradient compensation and its signal proper-
ties are analyzed and discussed. Finally to demonstrate the
feasibility of proper marker visualization and localization
using echo-dephased SSFP, reliable tracking of MR compat-
ible interventional guidewire having paramagnetic material
on it is demonstrated in a simple flow phantom.
Materials and methods
In order to illustrate the conceptual issues of echo-dephased
SSFP, numerical simulations, data analysis and visualiza-
tion were done using Matlab 2006a (The MathWorks, Inc.).
Measurements and calibrations were performed on a
Siemens 1.5 T Espree system (Siemens Healthcare, Erlangen,
Germany). Unless otherwise stated, images were acquired in
the coronal direction with readout and dephasing gradients
applied along the main magnetic field. A matrix of 256×256
covering a FOV of 200 mm was used with a slice thickness
of 40 mm. The maximum available bandwidth/pixel for a
given TR was utilized. No averages were taken for any of the
images displayed.
Local gradient field effect
A small paramagnetic material (for example, stainless steel)
induces spatially dependent local gradient perturbations
(G) derived from the partial derivatives of the field off-
sets (Bz) according to [3]
Gz = 3cz −3x
2 − 3y2 + 2z2
(x2 + y2 + z2)7/2
(1)
Gx = −3cx x
2 + y2 − 4z2
(x2 + y2 + z2)7/2 ,
with c = B0 · χ · V
4π
, B0 is the main magnetic field, χ
is the susceptibility difference between the marker material
and the surrounding tissues and χV (m3) characterizes the
local magnetic dose (LMD) [6]. The G y shows similar spa-
tial dependence as that of Gx due to radial symmetry of the
Bz .
Depending upon the direction of the slice orientation one
of these field perturbations may compensate for imaging
related dephasing gradients. For example, if the slice ori-
entation is along coronal direction, Gz may act as a com-
pensating gradient for any gradient applied along the main
magnetic field. In the following, we will further develop the
idea of compensation of echo-dephasing gradients in SSFP.
Echo-dephased SSFP
Generally within any repetition time the phase evolution φG
of an isochromat at position r(x, y, z) in the presence of a
gradient G is given by [7]
φG := γ
TR∫
0
G(t) · rdt, (2)
For SSFP, the dispersion of phase evolution φG within
one voxel is constant and is equal to either 2π (SSFP-FID or
SSFP-ECHO [8]) or zero (bSSFP). In echo-dephased SSFP
(shown in Fig. 1a) the net phase dispersion φG , is prefer-
ably set equal to 4π /voxel. This is achieved by modifying
balanced gradient pattern of the bSSFP sequence along the
readout direction. The pre-phasing gradient present before
the readout as well as rephasing gradient present after the
readout gradient have the same polarity as that of readout
gradient. Thus there is no refocusing of the readout gradient.
This global behavior of the echo-dephased SSFP ensures that
none of the transversal states from background tissues con-
tribute to the echo formation.
In the presence of the local gradients, G, due to the
marker at position r0(x0, y0, z0) the amount of dephasing
modifies to
φG → φG = γ
TR∫
0
[G(t) · r + G · (r − r0)]dt
= γ
TR∫
0
G(t) · r · dt + γ · TR · G · (r − r0) (3)
As a result, different fractional compensation leads to dif-
ferent signal properties of echo-dephased SSFP (Fig. 1b). At
certain distance (indicated as [1] in Fig. 1b), G fully com-
pensates the sequence related intrinsic dephasing (|φG | =
0) to form a bSSFP type of echo similar to the morphing
SSFP concept [5]. With increasing distances, gradient com-
pensation further decreases to yield a dephasing of |φG | =
2π /voxel (at some specific position [2] in Fig. 1b). Here, the
echo is a summation of different dephasing paths within the
voxel. G tends to zero for r  r0, leading to |φG | =
4π /voxel as shown in Fig. 1a and indicated as position [3] in
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Fig. 1 The working principle of echo-dephased SSFP. a Sequence dia-
gram. Echo-dephased SSFP dephases spins by 4π /voxel along the read-
out direction (total area: 4A). This ensures complete suppression of the
background. b The signal behavior at TE = TR in the presence of local
gradient fields (G), e.g. as induced by the paramagnetic ring marker.
At certain spatial locations [1–3], G may fully, partially or not com-
pensate the sequence-related dephasing gradient to form different types
of SSFP echo: At [1]: balanced SSFP (G may fully compensate an
amount equal to G), at [2]: averaged balanced SSFP (at location further
away from marker, G may compensate an amount equal to G/2) and
at [3]: echo-dephased SSFP (with further increase in the distance away
from the marker, the sequence may exhibit global behavior shown in a)
Fig. 1b. Thus in this region no compensation of the sequence-
related dephasing takes place.
For a uniform distribution of different dephasing angles
p(φG ) and in the presence of various off-resonances φ0, the
steady-state signal S(t = TE) is given by [9]:
S(TE) ∝
∫
p(φG) · M+(φG + φ0) · e−TE/T2
×ei ·(φ+φ0)·TE/TRdφ. (4)
Here M+(φ) is the transverse magnetization after the exci-
tation pulse and is given by,
M+(φ) := My + i Mx = M0 · sin(α)
×(1 − E1)(1 − E2e
−iφ)
C · cos(φ) + D , where E1,2 := e
−TR/T1,2 (5)
and
C : = E2(E1 − 1)(1 + cos(α)),
D : = (1 − E1 cos(α)) − (E1 − cos(α))E22 . (6)
In order to guide the development of echo-dephased SSFP,
simulations of S(TE) using Eq. 4 were performed at differ-
ent TE values resembling the well-known SSFP sequences
namely SSFP-FID (TE = 0), bSSFP (TE = TR/2) and SSFP-
ECHO (TE = TR) as a function of fractional gradient
compensation (φG) varying in the range of [−4π : 4π ] and
off-resonance (φ0) varying from −540 to 540 Hz. The other
imaging parameters used for simulations were: TR = 3 ms,
T1 = 300 ms and T2 = 100 ms. To further demonstrate the
signal characteristics of the echo-dephased SSFP dependen-
cies of the steady state signal on different TRs and relaxation
times were evaluated. This was achieved by plotting the dif-
ference between the steady-state signal, S(TE) obtained at
two different TRs (TR = 3 and 20 ms) and at two different
sets of relaxation times (T1 = 1,200 ms, T2 = 400 ms and
T1 = 300 ms, T2 = 100 ms). In all simulations, the near opti-
mal flip angles (αopt ≈ cos−1[(ε − 1)/(ε + 1)], ε = T1/T2;
see [10,11]) were used.
To visualize the effect of local gradient fields (see Eq. 1)
surrounding the paramagnetic marker during typical two-
dimensional (2D) magnitude image acquisition, numerical
simulations were carried out for a coronal slice. The paramag-
netic marker of radius 1 mm was assumed to be placed at the
center. The signal intensity calculations for bSSFP (|φG| =
0/voxel) and echo-dephased SSFP (|φG| = 4π /voxel) were
carried out over the FOV of 40 mm and slice thickness 40 mm
using Eq. 4 in the presence of G. The readout was placed
along the main magnetic field. The other imaging parameters
were: TE/TR = 2.5/5.0 ms and T1/T2 = 300/200 ms.
Guidewire and phantom
An MR-compatible guidewire made up of Polyetherether-
tone synthetic polymer core with a diameter of 0.7 mm and
compatible with 0.035′′ catheter was used [12]. The paramag-
netic material made up of stainless steel alloy was wrapped
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around the guidewire near its tip with approximate dimen-
sions 1 mm in height and diameter. Frequency measurements
yield a LMD of χV = 1 × 10−11 m3 (in SI units). The
guidewire was inserted into a custom-built phantom with
11 mm diameter tubes to model the blood flow, positioning
and tracking of the guidewire in large vessels. The tubes
were immersed in a gadolinium (Gd)-doped water and were
surrounded by a 2% agarose gel (v/v) doped with 0.5 mM
copper sulphate (CuSO4) concentration to closely resemble
the relaxation times of muscle tissues for which T1 = 900 ms
and T2 = 50 ms. A 7F introducer sheath was attached to the
tubes to facilitate the introduction and manipulation of the
guidewire within the tubes.
Passive tracking experiments
The passive tracking experiments followed a standard pro-
cedure: First, a roadmap of the flow phantom was obtained
resembling the vasculature structure of human leg (see Fig. 6).
Second, positive contrast images from echo-dephased SSFP
are merged with the roadmap in near real time in the follow-
ing manner: In a first step, both roadmap and echo-dephased
SSFP images were converted into binary masks by thres-
holding. In a second step, the two masks were multiplied to
confine the marker position within the roadmap, which was
finally merged with the original roadmap image. The tubes
of the phantom were connected to a pump (14–166; Cobe
Laboratories Inc., Lakewood, CO, USA) and the flow was
set to 4 mL/s. The circulating water was doped with 0.5 mL
Gd-DOTA (Dotarem; Guerbet, Roissy CDG Cedex, France)
having a T1 relaxation time similar to blood (1,270 ms).
The 2D roadmap was generated based on an inversion-
recovery SSFP-FID sequence, as described in [12] using
FOV = 30 cm, TR/TE = 4.21/2.11 ms, α = 40◦ and band-
width/pixel = 720 Hz. Echo-dephased SSFP images were
acquired with essentially the same FOV having TR/TE =
3.5/1.75 ms, bandwidth/pixel = 590 Hz and partial Fourier
factor of 5/8. Parallel imaging technique, GRAPPA with an
acceleration factor of 3 and 12 reference lines were also uti-
lized, yielding a total image acquisition time for positional
marker update of around 250 ms.
Results
This section begins with the description and elaboration of
the results of the numerical simulations of S(TE) using Eq. 4
and 2D imaging of the bSSFP and echo-dephased SSFP. Next
we describe the phantom experiments to demonstrate the
proof of principles of echo-dephased SSFP. This is followed
by detailed description and analysis of the spatial accuracy
and localization characteristics of the echo-dephased SSFP.
Finally the results of the passive tracking experiments in a
flow phantom conclude the section.
Signal characteristics of echo-dephased SSFP
In Fig. 2a echo amplitudes at different TEs (TE = 0, TR/2 and
TR) as a function of fractional compensation (φG) and off-
resonance frequency (φ0) are displayed. It can be seen that
in the region of around −2π ≤ φG ≤ 2π , that is when local
gradient fields compensate the sequence related dephasing
gradients (partially or fully; see cases [1] and [2] in Fig. 1b),
the signal amplitude is conserved (Mxy > 0.25) at off-
resonant frequencies (φ0 ∼ ±250 Hz,±500 Hz). As the frac-
tional gradient compensation φG makes a transition from
φG ≈ 2π towards φG → 4π (no compensation; see case [3]
in Fig. 1b), the signal intensity drops considerably (Mxy <
0.15). As a result, the difference between the signal inten-
sities of these two regions and thereby contrast, increases
dramatically for off-resonant frequencies when dephasing of
4π /voxel is set in a SSFP sequence. The comparison of the
contrast to noise ratio (CNR) of the signal, S(TE) reveals that
the CNR of the signal S(TE = TR/2) (CNR>100) is dra-
matically higher than the signal, S(TE = 0) and S(TE = TR)
(CNR≈2). This behavior may be attributed to complete refo-
cusing of the magnetization at TE = TR/2 for phase in the
range of ±0.8π(9) and immunity of the signal to field inho-
mogeneities especially at short TRs. Thus the bSSFP type of
sequence with net gradient area |φG | equal to 4π /voxel is best
suited for echo-dephased SSFP. In Fig. 2b and c, the intensity
variation, Mxy as a function of the difference between the
steady-state signal obtained at two different TRs (TR = 3 and
20 ms) and for two different sets of relaxation times (T1/T2 =
1,200 ms/400 ms, and T1/T2 = 300 ms/100 ms), respectively
is shown. The Mxy obtained at TE = 0, decreases with an
increase in TR and decrease in relaxation times, whereas at
TE = TR it increases with an increase in TR and decrease in
relaxation times. This is in contrast to the Mxy obtained at
TE = TR/2 which remains almost constant with a variation
in TR as well as the ratio of relaxation times (T1/T2). These
properties reveal that in echo-dephased SSFP sequence, if
the signal is obtained at TE = TR/2, the positive contrast
generation due to paramagnetic material is independent of
TR as well as the ratio of the relaxation times (T1/T2) of the
sample being imaged.
Figure 3a depicts the simulated bSSFP magnitude image
exhibiting the signal intensity pattern of typical suscepti-
bility artifacts (black voids) due to paramagnetic marker.
As noted earlier, the phase dispersion φG , within a voxel
for bSSFP sequence is zero. However, the local gradient
field induced by paramagnetic marker introduces additional
dephasing within its surrounding tissues. As a result, the
signal intensity drops as a function of additional dephas-
ing. In Fig. 3b, simulated echo-dephased SSFP magnitude
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Fig. 2 a Signal amplitudes S(TE) at various TEs (TE = 0, TR/2,
TR) resembling the well-known SSFP sequences namely SSFP-FID,
bSSFP and SSFP-ECHO, respectively, as a function of φG varying in
the range of [−4π : 4π ] and off-resonance frequencies (φ0) varying
from −540 to 540 Hz at optimal flip angle. The other imaging param-
eters were: TR = 3 ms, T1 = 300 ms and T2 = 100 ms. In the region
of around −2π ≤ φG ≤ 2π , that is when local gradient fields com-
pensate the sequence related dephasing gradients (partially or fully),
the signal amplitude is conserved (Mxy > 0.25) at off-resonant fre-
quencies (φ0 ≈ ±250 Hz,±500 Hz). As the fractional gradient com-
pensation φG makes a transition from φG = 2π towards φG → 4π
(no compensation), the signal intensity (S(TE)) drops considerably
(Mxy < 0.15). b The signal difference between S(TE) at two differ-
ent TRs (TR = 3 and 20 ms) and c) at two different sets of relaxation
times (T1/T2 = 1,200 ms/400 ms and T1/T2 = 300 ms/100 ms). Thus,
if the signal is obtained at TE = TR/2, the positive contrast generation
due to paramagnetic material is independent of TR as well as the ratio
of relaxation times (T1/T2) of the sample being imaged
Fig. 3 Numerical simulation of the a balanced SSFP and b echo-
dephased SSFP sequence for a coronal slice with readout along the main
magnetic field over the FOV of 40 mm at optimal flip angle in the pres-
ence of the paramagnetic marker located at the center. The other imaging
parameters were: TE/TR = 2.5 ms/5 ms, T1/T2 = 300 ms/200 ms, slice
thickness 40 mm. The signal level (S) is shown in arbitrary units (a.u.)
image is shown. In echo-dephased SSFP, the local gradient
field competes with deliberately introduced sequence related
dephasing gradients at specific spatial locations leading to
positive signal (hyper intense blobs in Fig. 3b) with respect
to its background. The distance between the two prominent
hyper intense blobs was found to be ∼1 cm for the simulation
parameters used.
Phantom experiments
The overview of the experimental flow phantom is illus-
trated in Fig. 4a. The bSSFP image showing the flow tubes
and local field perturbations (see arrow in Fig. 4a) from the
inserted paramagnetic marker material localizing the tip of
the guidewire is displayed. Figure 4b and c depicts the sam-
ple images obtained using echo-dephased SSFP with similar
sequence parameters as that of bSSFP (Fig. 4a) but with dif-
ferent slice thicknesses. For comparison, the image obtained
using white marker imaging method at a slice thickness of
40 mm (Fig. 4d) is also shown.
Localization characteristics of echo-dephased SSFP
To characterize the localization accuracy of echo-dephased
SSFP, the distance d between the centers of the two promi-
nent hyper-intense blobs was analyzed as a function of TR
within about 4.7 to 100 ms.
From Eq. 3, phase evolution from local gradients as
induced by paramagnetic marker materials are directly
proportional to TR. Thus, with increasing TR, gradient
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Fig. 4 In-vitro phantom images. a An experimental phantom image in
the coronal direction using bSSFP sequence showing the flow tubes and
black void (see arrow) resembling dipolar form due to local field per-
turbations induced by paramagnetic marker material wrapped around
inserted guidewire is clearly visible (The imaging parameters were α =
50◦, TR = 4.7 ms, slice thickness = 40 mm, matrix = 256 × 256). b
An echo-dephased SSFP image obtained with the same parameters and
c with a slice thickness = 10 mm. The net dephasing of 4π /voxel ensures
that background is completely dephased and appears in intense black
whereas within the close vicinity of the marker a hyper intense signal
is formed from local gradient compensation (consistent with the theo-
retical predictions). d Illustrative sample image using a white-marker
imaging method with 0% slice rephasing at slice thickness = 40 mm.
The other imaging parameters were: α = 15◦, TR = 13 ms, TE = 10 ms
compensation is located further and further away from the
marker’s position according to [5]
r(TR) = 4√TR (7)
In Fig. 5, localization accuracy of echo-dephased SSFP
is analyzed. From Eq. 7, the distance (r ) from the perturba-
tion source, where local gradient compensation takes place,
is expected to scale proportional to TR in a double logarith-
mic plot with a slope of 1/4. This is in good correspondence
with the experimental results from hyper intensity distance
analysis displayed in Fig. 5, yielding a slope of 0.287 close
to expected value.
Passive tracking
Selective frames of passive guidewire tracking from echo-
dephased SSFP are shown in Fig. 6 at various stages of the
guidewire marker positions. Here, Fig. 6a shows the images
obtained by applying the echo-dephased SSFP only. It may
be interesting to note that because of the ring-like structure
of the marker material its visualization is independent of its
Fig. 5 Accuracy of the marker localization using echo-dephased
SSFP: Variation in distance (d) between two hyper-intense blobs with
respect to TR is plotted using double logarithmic scale. The slope of
the fitted line was 0.287. A minimum distance of around 1.2 cm was
observed with shorter TRs (4–5 ms) indicating its proximity to the
marker material. Calculation of the distance is shown on the adjacent
image insets
Fig. 6 Passive tracking of the interventional guidewire using echo-
dephased SSFP technique. a The positive contrast marker images
obtained using echo-dephased SSFP technique at different stages of
the guidewire tracking in a flow phantom. b The overlay of the marker
position (surrounded by gray diamonds) onto previously acquired 2D
roadmap. The roadmap was acquired using IR-FISP sequence
orientation with respect to main magnetic field (B0). This
is clearly evident from the middle panel of the Fig. 6a in
which positive contrast generated by the marker material is
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clearly visible even though it is aligned at an acute angle with
respect to main magnetic field. The corresponding fusion
of the previously acquired roadmap and the echo-dephased
SSFP image are shown in Fig. 6b. Here, the position of the
marker was updated at about four frames per second. The
temporal resolution could be increased up to eight frames
per second by maintaining the FOV only over vessel region
and reducing the in-plane resolution without significant deg-
radation of the marker depiction.
Discussion
It was demonstrated that the dephasing by 4π /voxel in
the readout direction (from bottom to top in the images
displayed; see Fig. 4) ensures a completely dephased
background and hyper intense signals appear only in the close
vicinity of the paramagnetic marker material due to local
field compensation; being consistent with theoretical pre-
dictions (see Figs. 1b and 3b). Using white marker imaging
method at lower slice resolutions (slice thickness = 40 mm)
partial volume effects due to tissue interfaces (see arrow in
Fig. 4d), inherent main magnetic field inhomogeneities at the
two extremes of the magnet appears with prominent positive
contrast. This may hamper the accurate discrimination of the
paramagnetic marker material from other unwanted back-
ground signal enhancements. Recently, it has been shown
that by applying equal and opposite dephasing gradients and
performing modulus subtraction of the resultant images par-
tial volume effects can be eliminated [13]. However, this dou-
bles the acquisition time and in addition reduces the SNR of
the resultant image.
Appropriate matching of the marker position and its
localization in the image is one of the major prerequisite
of MR-guided interventions. In the echo-dephased SSFP
sequence, compensation of the sequence-related dephasing
gradients by the local gradient fields induced due to para-
magnetic marker always takes place outside of the marker.
and the spatial accuracy of the positive contrast generated by
echo-dephased SSFP has to be determined. Reconsidering
Eq. 3, the phase evolution of spins (φG(x))) is expressed as
(e.g., in the x-direction):
φG(x) = γ · TR ·
(
Gx · x + Gx ·
(
x − x0
)) = γ · Gx
×TR ·
(
x ·
(
1 + Gx
Gx
)
− x0 GxGx
)
(8)
Noticing that kx = γ · Gx · TR, the position x will be
encoded at position x ′ in the reconstructed image [10] accord-
ing to
x ′ = x ·
(
1 + Gx
Gx
)
− x0
(
Gx
Gx
)
(9)
Typically Gx∼10 mT/m yielding γ ·Gx ·x = 420 Hz/mm,
whereas frequency offsets from paramagnetic markers are
in the range of 500 Hz at 1 cm distance for a given LMD
at 1.5 T. As a result when Gx fully compensate for G at
the iso-center, it leads to positional error of the marker in the
range of 1 pixel. However, as one goes further away from the
iso-center, spatial encoding falls in higher audio frequency
range (i.e., when Gx  Gx , see Eq. 9) thereby making
x ≈ x ′. Thus in echo-dephased SSFP for a complete gra-
dient compensation scheme (for example at position [1] in
Fig. 1b), signal contribution comes from spatially encoded
off-resonance frequencies.
The hyper-intense blobs in images produced by echo-
dephased SSFP are within the close vicinity of the marker;
however, it should be recognized that these blobs always lie in
the surrounding of the actual marker position. The distance
between the exact location of the marker and any one of
the hyper-intense blobs is same and the mid-point of the dis-
tance between two hyper-intense blobs should lie on the inter-
ventional device. Hence, the analysis of distance between two
hyper-intense blobs as function of TR was performed (see
Fig. 5). It can be inferred from this analysis is that in echo-
dephased SSFP the distance d can be minimized for a given
LMD by keeping TR as short as possible. A minimum dis-
tance of around 1.2 cm was observed at shorter TRs (4–5 ms)
being consistent with theoretical predictions (see Fig. 3) and
indicating its good proximity (∼ 0.6 cm) to the marker mate-
rial. The fact that the proximity of the localization produced
by echo-dephased SSFP to the physical position of the marker
is directly proportional to TR for a given LMD makes this
technique suitable for MR-guided interventions. This may
lead to further increase in temporal resolution, which is cur-
rently one of the major obstacles of the utilization of pas-
sive tracking in practice. Also the positive signal contrast of
the echo-dephased SSFP may benefit from the fact that the
bSSFP sequences are less immune to main magnetic field
inhomogeneities at low TRs.
In MR-guided interventions, passive tracking techniques
utilizes either small paramagnetic materials [14] or contrast
agents [15] for visualization of interventional devices but reli-
able localization and visualization of marker materials with
respect to background is a major challenge. In this work,
it was successfully demonstrated that the tracking of para-
magnetic marker materials based on echo-dephased SSFP is
feasible and achieves accurate and reliable marker localiza-
tion with excellent background suppression.
Thanks to excellent background suppression due to echo-
dephased SSFP method, and in contrast to other passive
tracking techniques, there was no need to perform base-
line subtraction [16] or additional post-processing [12]. This
allowed for fast calculation of marker positions and thus led
to only insignificant delays between the actual image acquisi-
tion and the corresponding update of the roadmap. Generally,
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any baseline subtraction method may suffer from background
signal enhancement in presence of motion, whereas addi-
tional post-processing such as gradient signal maxima cal-
culation as in [12] may be unsuitable for real time display
of the images. Thus, present approach with its high contrast
characteristics and better proximity to the marker material
may be suitable for real time passive interventional MRI.
The previously proposed methods; morphing SSFP [5]
and susceptibility gradient mapping (SGM) [17] also exploits
the local gradient perturbations induced by the marker
material in their immediate surrounding. In morphing SSFP,
gradient perturbations compete with sequence-related
dephasing gradients to induce a transition from SSFP-echo
to balanced SSFP. In addition, background suppression, and
thus positive contrast, is achieved by using the intrinsic high
signal difference between bSSFP and SSFP-ECHO, espe-
cially for low flip angles in combination with long TR. In
contrast in echo-dephased SSFP, echo-dephasing ensures
excellent background suppression even at large flip angles
with short TR. Since echo-formation is an amalgamation of
SSFP-FID, SSFP-ECHO and bSSFP (see Fig. 1b), it shows
similar sensitivity as these three SSFP sequences to flip angle
variation as well as different types of off-resonances. The
major advantage of echo-dephased SSFP is its short TR,
providing a positive contrast region in the very close vicinity
of the marker material with high temporal resolution.
The SGM method employs a localized short term Fou-
rier transform method onto a gradient echo dataset for map-
ping local marker gradients along all three spatial directions
(x , y and z) yielding a positive contrast image. SGM is thus
based on the echo-shift in k-space, whereas echo-dephased
SSFP selectively acquires shifted echoes along the readout
similar to 1D SGM. However, from interventional applica-
tion point-of-view, some of the current limitations of SGM
method are: the positive contrast generation partially relies
on TE value [18], in-phase TE is needed to avoid water-fat
boundary artifacts and being post-processing method makes
it computationally cumbersome.
Similar to all passive positive contrast methods, other
sources of large-scale susceptibility gradients such as lung–
liver interfaces may appear with positive contrast in echo-
dephased SSFP as well. A special care must therefore be
taken to avoid such “false positives”. For example, in cur-
rent application marker position search space was confined
within the vicinity of the vascular structure. It should also be
noted that, since in this method marker position is updated
on the previously acquired roadmap some of the disadvan-
tages of the passive tracking remains when motion enters
the game. However, the area of application for which these
methods are being developed is the interventional periphe-
ral MR angiography (ipMRA), where there is a low risk of
or limited patient motion. Hence, the presented method may
find prominent application to perform these interventions.
Conclusion
A novel concept for the generation of positive contrast from
local susceptibilities, termed echo-dephased SSFP was pro-
posed. In principle, echo-dephased SSFP is an unbalanced
SSFP type of sequence, in which echoes are dephased prior
to readout. We have demonstrated that this echo-dephasing
approach ensures excellent cancellation of any background
signals. From local gradient compensation hyper-intense sig-
nals are formed and thus a positive contrast emanates within
the close vicinity of paramagnetic marker materials. Hyper-
intense signals are mainly of bSSFP type, which ensures suf-
ficient signal intensity with respect to background. A reliable
localization and robust marker detection was demonstrated
using the proposed method. Finally, the passive guidewire
tracking experiments were performed in flow phantoms sug-
gesting suitable applicability of the echo-dephased SSFP for
MR-guided interventions such as ipMRA.
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